Repeatability of WalkinSense® in shoe pressure measurement system: A preliminary study.
Plantar pressure measurements are regularly utilised while assessing patients with in-shoe systems allowing for discrete assessment. In the present study a new portable system capable of continuous monitoring of plantar pressure is assessed for its repeatability when compared to another commercially available and widely used system.